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Energy-filtered (or selected) electron imag- 
ing is one of the future directions of high- 
resolution electron microscopy (HREM). In 
this paper, the characteristics and applica- 
tions of energy-selected electron imaging at 
high-resolution for structure determinations 
are illustrated. It is shown that image con- 
trast can be dramatically improved with the 
use of an energy filter. High-resolution 
chemical-sensitive imaging using ioniza- 
tion-loss electrons is demonstrated in stud- 
ies of Ni/Ti and Al/Ti multilayer thin films. 
It is also shown that the spatial resolution 



of energy-selected ionization edge electron 
images is dominated by the signal-to-noise 
ratio. Experimental parameters which may 
be selected to improve the signal-to-noise 
ratio are discussed. 
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1. Introduction 

Quantitative structure determination at atomic resolu- 
tion is one of the major research fields of high-resolution 
electron microscopy (HREM). Traditional methods rely 
upon qualitative comparisons between experimental mi- 
crographs and image simulations based upon structural 
models, with the acceptability of the particular model 
being considered as improved if an image "match" is 
obtained for several members of a through-focal series 
[1]. Iteration between calculations and experimental im- 
ages based upon least-squares refinement methods can 
significantly improve the accuracy of the quantification. 
These HREM images, however, are usually recorded 
without the use of an energy filter, so that both the 
elastically and inelastically scattered electrons con- 
tribute to the image. This makes quantitative data analy- 
sis difficult because only the elastic scattering of elec- 
trons can be accurately simulated using existing 
dynamical theories. An energy filter can remove all of 
the inelastically scattered electrons except those scat- 



tered by phonons, which typically suffer an energy loss 
less than 0. 1 eV, much less than either the resolution of 
the filter or the energy spread of the emission source. 
The ultimate goal of energy filtering is to remove the 
inelastically scattered electrons in the recorded image/ 
diffraction pattern so that quantitative structural and/or 
chemical information can be obtained. The interaction 
between an incident electron and the atoms in con- 
densed matter results in several inelastic scattering 
processes [2]. Thermal diffuse scattering (or phonon 
scattering) is the result of scattering from atomic vibra- 
tions in crystals. This process does not introduce any 
significant energy loss. Valence-loss excitations (or 
plasmon excitation for metals and semiconductors) arise 
from the transitions of electrons from the valence band 
to the conduction band and involve an energy loss in the 
range of 1 eV to 50 eV This process is the result of 
collective excitation of the solid and is closely related to 
the electronic structure of the material. Atomic 
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inner-shell ionization is excited by the incident electron, 
resulting in an ejected electron from the inner-shell 
state. This ionization process is characteristic of the cor- 
responding element, and it can thus be used to quantita- 
tively determine the chemical composition of the speci- 
men. Bremsstrahlung is the result of a continuous 
energy-loss process generated by an electron penetrat- 
ing into the specimen and undergoing collisions with the 
atoms in it, resulting in electromagnetic radiation. Fi- 
nally, electron Compton scattering is the collision of the 
incident electron with a specimen electron, resulting in 
a broad energy-loss peak from a few tens of eV to 
several hundred eV wide, with higher energy losses at 
larger scattering angles. 

In this paper, we first introduce a technique for per- 
forming energy-filtered (or selected) HREM using sig- 
nals generated from elastic and inelastic excitation pro- 
cesses. Several merits of the energy-filtered HREM are 
shown using the images recorded from MgO cubes and 
Al/Ti and Ni/Ti metallic multilayers. It is demonstrated 
that image contrast can be significantly improved with 
the use of an energy filter. Composition-sensitive 
images using electrons with energy losses characteristic 
of the ionization edges are illustrated. Finally, some 
practical limitations on the energy-filtered HREM are 
discussed. 



2. Energy Filtering in TEM 

There are two methods for performing energy filter- 
ing in transmission electron microscopy (TEM). Both 
the techniques rely on the physical mechanism of elec- 
tron energy-loss spectroscopy. One method uses a 
Castaing-Henry filter, which consists of two 90° mag- 
netic prisms and a retarding electric field [3, 4]. The 
filter is located between the objective lens and the inter- 
mediate lens. The electrons are sent to a 90° electromag- 
netic sector where the electrons having different ener- 
gies are dispersed. They are then reflected by an 
electrostatic mirror, after which a second 90° prism de- 
flects the electron back onto the optical axis. A slit is 
placed before the intermediate lens and selects the elec- 
trons with specific energy losses. The Castaing-Henry 
filter is unsuitable for primary beam voltages greater 
than approximately 100 kV. This energy filtering can 
only be performed on a specially built TEM. A detailed 
introduction of this energy filtering system and its appli- 
cations has been given by Reimer et al. [5-7]. The detec- 
tion limit of this technique for chemical imaging has 
recently been considered by Berger et al. [8]. 

The other energy-filtering method uses a parallel- 
detection electron energy-loss spectroscopy (PEELS) 



system attached to the bottom of a TEM [9, 10], sche- 
matically shown in Fig. 1. The system is composed of 
four components: TEM, electron energy-loss spectrom- 
eter (EELS), energy-filtering system and charge- 
coupled device (CCD) camera for digital data recording. 
The operation of the TEM is almost independent of the 
energy-filtering system, because the energy filtering 
occurs after the electrons have passed through all the 
lenses belonging to the TEM. The electrons are dis- 
persed by magnetic sectors in the EELS, thus, electrons 
having different velocities (or energies) are focused on 
different positions in the plane of the energy-selecting 
slit. The energy-selecting slit selects electrons with a 
particular range of energy losses. A set of lenses then 
re-disperse the selected electrons to form the image (or 
diffraction pattern). The final image/diffraction pattern 
is recorded digitally using the CCD camera. This 
energy-selecting system can be fitted to any existing 
TEM without any modification to the electron optics. 
More importantly, energy filtering of high-resolution 
TEM images can be performed using this method. How- 
ever, only a small portion of the transmitted electrons 
are allowed to go through the energy-filtering system 
because of the small size EELS entrance aperture 
needed to keep on-axis optical alignment. Thus, the 
signal-to-noise ratio is a limit of the technique. 

With an energy filter, images (or diffraction patterns) 
formed by electrons with specific energy losses can be 
obtained (see Fig. 2). The energy-selected electron im- 
ages can be simply illustrated using a three-dimensional 
data space, in which the z-axis is replaced by the energy 
loss of the electrons, and x and y are the real space 
coordinates of the two-dimensional image of the speci- 
men. All of the inelastic scattering processes introduced 
above are observed in the EELS spectrum, as is shown 
schematically on the right-hand side of Fig. 2. The zero- 
loss (or 0-loss) peak is composed of elastically and ther- 
mal diffusely scattered electrons. The images/diffrac- 
tion patterns produced by the elastically scattered and 
by thermal diffusely scattered electrons are incoherent. 
The low-loss region is dominated by valence excitations. 
However, as was discussed previously, the energy- 
selected image of valence-loss (or plasmon-loss for 
metals) electrons is not strongly composition sensitive 
because their scattering is closely related to the valence- 
band structure of the material. Atomic inner-shell ion- 
ization edges can be employed to form composition- 
sensitive images. The background observed in the EELS 
spectrum is produced by scattering processes of multi- 
ple valence losses, electromagnetic radiation and elec- 
tron Compton scattering. In order to extract composi- 
tion-sensitive images, the contribution made by these 
processes must be subtracted from the recorded data. 
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Fig. 1. A schematic diagram showing the energy-filtering system attached to the NIST 
JEOL 3010 HREM. 



Only the inner-shell ionization signal directly reflects 
the concentration of the corresponding element in the 
specimen. To extract this information, two energy- 
selected images are recorded with the energy- selecting 
window placed at two pre-edge energy losses. Thus, the 
background image of typical shape A (x , y ) exp [- r (x , y ) 
AE] can be determined [9], where A and r are position- 
dependent constants to be determined by the local EELS 
AE spectrum, and is the electron energy loss. This back- 
ground image will be subtracted from the image 
recorded when the energy-selecting window is posi- 
tioned at the ionization edge. As the electron image 
reflects the projected structure of the specimen, the 
intensity variation in the energy- selected image, after 
the subtraction of the background, is proportional to the 
thickness-integrated concentration of the corresponding 
element. Therefore, the chemical-composition map is 



approximately proportional to the intensity ratio of 
background subtracted images recorded from two ion- 
ization edges. The reliability of this approximation will 
be discussed later. 

The HREM experiments were performed using a 
newly installed JEOL 3010 1 HREM (300 kV) with a 
point-to-point image resolution of 0.167 nm and ± 20° 
specimen tilt. The microscope is equipped with a win- 
dowless Ge energy dispersive x-ray spectrometer (EDS) 
which permits chemical analysis for both light and 
heavy elements from a region as small as a few nm, and 



Certain commercial equipment, instruments, or materials are identi- 
fied in this paper to foster understanding. Such identification does not 
imply recommendation or endorsement by the National Institute of 
Standards and Technology, nor does it imply that the materials or 
equipment identified are necessarily the best available for the purpose. 
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Fig. 2. A schematic diagram showing energy-selected electron imaging in TEM. The energy-selected electron images 
corresponding to different characteristic energy loss features are shown. These can be used to extract useful structural 
and chemical information of the specimen. 



a Gatan image filtering (GIF) system that allows both 
parallel-detection EELS and energy-selected imaging/ 
diffraction. The microscope is also equipped with a 
scanning unit that permits backscattered, bright-field 
and dark-field STEM imaging, and x-ray chemical 
mapping. A resolution better than 2 nm can be achieved 



in the STEM mode using either bright-field or backscat- 
tering detectors. A CCD camera, placed at the end of the 
energy-filtering system, allows digital recording of 
electron images and diffraction patterns at 1024 pixels 
X 1024 pixels resolution. The recorded image can be 
processed using a variety of image processing software. 
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3. HREM of Elastically Scattered Elec- 
trons 

An important application of the energy filter is to 
form HREM images using those electrons which have 
not lost energy, i.e., purely elastically and thermal 
diffusely scattered electrons. Figure 3 shows a pair of 
[110] lattice images of a MgO cube recorded without 
(Fig. 3a) and with (Fig. 3b) energy filtering. The MgO 
cube is oriented along [110], so that the contrast varia- 
tion across the image in the horizontal direction is due 
to the thickness variation of the MgO cube. It is apparent 
that the image contrast is dramatically improved in the 
0-loss energy-filtered image. The merit of energy 



filtering is particularly pronounced when the specimen 
thickness is increased, since the probability of inelastic 
scattering is proportional to the specimen thickness. 

To quantitatively evaluate the influence of inelastic 
scattering on the image contrast, Fig. 4 shows a com- 
parison of intensity line scans across the images 
recorded with and without applying an energy filter. It 
has been found that the image contrast is improved by 
50 % after applying the energy filter. This is a substan- 
tial improvement which benefits quantitative structure 
determination. Figure 4 demonstrates that the inelasti- 
cally scattered electrons smear out image contrast 
because of chromatic aberration and inelastic angular 
distribution. 
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Fig. 3. (a) Energy unfiltered and (b) zero-loss filtered [1 10] HREM images of a MgO cube, showing the increase 
of image contrast when the energy filter is applied. Energy window width was 5 eV, data acquisition time 2 s. 
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Fig. 4. Intensity line scans across the images shown in Fig. 3. 



In HREM, atomic structures of crystal surfaces can 
be imaged if the surface is parallel to the incident beam, 
so that the arrangement of the projected atom rows can 
be directly imaged at the optimum resolution power 
provided by the microscope (0.167 nm for the micro- 
scope used here). This technique is known as surface 
profile imaging [1]. Figure 5 shows a zero-loss energy- 
filtered profile image of MgO(OOl) surface when the 
crystal is oriented along [110]. The observed intensity 
variation at the top surface layer results from Fresnel 
fringes [11]. The Mg atomic columns show bright con- 
trast, and are indicated by circles in the figure. A stack- 
ing fault (SF) and its associated partial dislocation are 
seen at the third Mg layer from the surface. This struc- 
ture is expected to be unstable for ionic crystals unless 
there are surface adsorbates, presumably O, O-H and C. 
Unfortunately, these adsorbates cannot be resolved in 
the HREM image because of their small scattering 
power. However, these adsorbates are probably present 
on the surface, since the specimen was prepared in air. 



MgO[110] 



(001) surface 
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Fig. 5. Zero-loss energy-filtered [1 10] HREM profile image of a MgO cube, showing the edge-on (001) surface and a stacking 
fault as well as a dislocation beneath the surface layers. 



Volume 102, Number 1, January-February 1997 

Journal of Research of the National Institute of Standards and Technology 



4. Composition-Sensitive Imaging of En- 
ergy-Selected Electrons 

Determining lattice structure and atom types filling 
the lattices are two critical steps in quantitative structure 
determination. The crystal lattices can be determined 
reasonably well using HREM and various diffraction 
techniques. However, the determination of local chem- 
istry at high spatial resolution is a more challenging task 
because HREM is not sensitive to the presence of light 
elements due to their weak scattering. Difficulties are 
also encountered when the difference between atomic 
numbers is small. Therefore, compositional imaging at 
high spatial resolution is vital for solving problems in 
materials science. 

There are four basic methods for obtaining composi- 
tion-sensitive images. In scanning transmission electron 
microscopy (STEM), inelastically excited signals, such 
as x rays and Auger electron emissions, are acquired 
sequentially as a function of electron scanning position 
[12, 13]. A two-dimensional display of the acquired 
signal intensity gives a distribution map of the corre- 
sponding element. Backscattered electrons in STEM (or 
scanning electron microscopy) give a composition- 
sensitive image because the atomic backscattering 
factor is proportional to the average atomic number Z. 
High-angle annular dark-field imaging (HAADF or 
"Z-contrast") in STEM and high-angle hollow-cone 
dark-field TEM (HADF-TEM) provide chemical infor- 
mation about a specimen [14, 15] as the intensity of 
high-angle phonon-scattered electrons is also related to 
atomic number Z. Energy-selected electron images 
corresponding to atomic inner-shell ionization edges 
also allow chemical imaging in STEM [16, 17] and 
TEM [9, 18]. In this section, energy-selected electron 
images formed in TEM using different inelastic scatter- 
ing signals are shown. 

4.1 Valence-Loss Electrons 

When an electron passes through a thin metal foil, the 
most noticeable energy loss is due to plasmon oscilla- 
tions. For an ideal case in which the electrons can move 
"freely" in the electron sea, the system can be treated as 
an electron gas. This case is best represented by Al. The 
valence electrons can be considered as free electrons. 
Those negatively charged particles are mixed together 
with nuclei of positive charges, forming a solid state 
plasmon "gas." The resonance frequency of this plas- 
mon is directly related to the density of electrons in the 
solid. This simple plasmon model may also be adapted 
to describe the valence excitation of semiconductor 
materials, such as Si. For nonconducting materials, this 
plasmon model does not hold and the excitation is 



referred as valence band excitation. The plasmon oscil- 
lation frequency <w p , under the free electron approxima- 
tion, is given by [19]: 

(Op = e Vn e /(m ss ) , 

where e is the elementary charge, m is the electron rest 
mass, M e is the density of free electrons, and s is the 
dielectric constant of the material. Therefore, for two 
metals having different densities of free electrons, the 
plasmon peaks are expected to appear in different posi- 
tions. Figure 6 shows a comparison of the plasmon-loss 
EELS spectra obtained from the Al and Ti layers of a 
metallic Al/Ti multilayer film. The Al plasmon peak is 
located at 15 eV and the Ti plasmon peak at 21 eV. If an 
energy-selecting window is set at 15 eV and then at 21 
eV, the images formed will display the regions that 
correspond to Al and Ti, respectively. 




-0 10 20 30 40 

Energy Loss (eV) 

Fig. 6. EELS spectra acquired from a Al/Ti multilayer specimen 
when the electron beam is positioned at Al and Ti layers, respectively. 
The shift of the plasmon peak results from the increase of free- 
electron density in Ti than in Al. 

Figure 7 shows energy-selected images of the 0-loss 
(Fig. 7a), Al-plasmon (Fig. 7b) and Ti-plasmon (Fig. 7c) 
electrons. It is apparent that the Al layer and Ti layers are 
shown in Figs. 7b and 7c, respectively. Notice that phase 
and diffraction contrast are apparent in the plasmon-loss 
energy-selected images because the small energy loss of 
one to two tens of eV does not affect the dynamical 
scattering behavior of the electron in the solid. This 
example clearly shows that plasmon-loss can, in some 
cases, be applied to get some useful local chemical 
information. It must be pointed out, however, that the 
energy-selected plasmon-loss image may not be sensi- 
tive to the local chemistry if there are strong overlaps in 
the plasmon-loss spectra. This is the case for most non- 
metallic materials. 
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Fig. 7. (a) Zero-loss, (b) Al-plasmon (AE = 15 eV) and (c) Ti-plasmon (AE = 21 eV) 
energy-selected HREM images of an Al/Ti (111) interface, showing the composition 
sensitivity. The lattice image can be formed by plasmon-loss electrons; the image 
intensity is influenced by phase and diffraction contrast. 
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4.2 Inner-Shell Ionization Edge Electrons 

Using the GIF system it is feasible to obtain chemi- 
cal-sensitive images of a specimen at high spatial reso- 
lution, provided proper data processing is applied. 
Figure 8 shows EELS spectra acquired from the Ni and 
Ti layers of a metallic Ni/Ti multilayer specimen, 
exhibiting the Ti-L 23 and Ni-L 23 edges, respectively. 
These ionization edges are produced by the transitions 
of the inner-shell electrons to the free electron state. The 
transition is excited due to the energy and momentum 
transfers of the incident electron. The threshold of the 
edge is the binding energy of the electron. Thus, each 
edge is the fingerprint of the corresponding element, 
and it can be used to form a chemical map. 

Figure 9 shows a group of energy-selected cross-sec- 
tion images of a Ni/Ti multilayer specimen. The Ni and 
Ti layers are polycrystalline. The interface sharpness is 
not apparent from the bright-field image (Fig. 9a). 
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Fig. 8. EELS spectra acquired from a Ni/Ti multilayer specimen 
when the elctron beam is positioned at (a) Ti and (b) Ni layers. The 
Ti-L 2 ,3 and Ni-L 2 ,3 edges are the fingerprints of Ti and Ni elements 
and can thus be used to form composition sensitive images. 



The energy-selected image using the Ti-M 23 edge 
(Figure 9b) clearly shows the distribution of the thick- 
ness integrated Ti concentration, and the Ti/Ni interface 
is reasonably sharp. The energy-selected image using 
the Ti-L 2 ,3 edge (Fig. 9d) gives a similar result, although 
the signal-to-noise ratio is poorer due to lower signal 
intensity at the higher energy loss region. The energy- 
selected Ni-1^3 edge image (Figure 9c), which shows 
the distribution of the Ni in the layer, is complimentary 
to the image recorded using the Ti-L 23 edge. 

Figure 10a is a 0-loss HREM image of an Al/Ti 
interface, and Figs. lOb-d are the corresponding chemi- 
cal images obtained using the electrons corresponding 
to different ionization edges of Al and Ti, respectively. 
The Al and Ti layers have a twin relationship, and the 
interface as seen in the 0-loss image (Fig. 10a) is not 
sharp. Diffraction contrast due to interface mismatch 
and stress makes the interface appear broad. Figure 1 Ob 
is an energy-selected image of the interface using the 
A1-L 2|3 edge electrons with energy losses from 73 eV to 
83 eV, where the Al layer is clearly resolved. The 
change of contrast in the image reflects the variation of 
the projected (or thickness integrated) local density of 
Al. The image (Fig. 10c), recorded using the Ti-M 2>3 
edge located at an energy loss of 40 eV, shows the 
distribution of Ti. The image formed by the Ti-L 23 
edge, located at an energy loss of about 455 eV, also 
clearly reveals the location of the Ti layer (Fig. lOd). 
These images show that the Al/Ti interface is chemi- 
cally sharp, and that the interdiffusion, if it exists, is 
limited to one to two atomic layers. 

In contrast to the experimental results shown in Figs. 
10c and lOd, theoretically the Ti-L edge is considered 
to be a more localized scattering than the Ti-M edge, 
thus a better spatial resolution is expected to be given by 
the image formed by the Ti-L edge. This discrepancy 
indicates that, as long as the selected electrons come 
from the inner-shell ionization with either lower or 
higher energy losses, the spatial resolution is mainly 
affected by the signal-to-noise ratio. Using ionization 
edge electrons it has been found that the best achievable 
spatial resolution is 0.4 nm [18]. 



5. Discussion 

There are several possible ways of improving the 
signal-to-noise ratio in energy-selected compositional 
imaging. First, the use of a high-brightness field emis- 
sion gun may improve the local current density. The 
GIF system allows only a 3 mm diameter area image, 
regardless of the microscope magnification, to pass 
through the spectroscopy and energy filtering systems. 
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Fig. 9. (a) Bright-field, (b) Ti-M 2 , 3 edge (AE = 40 eV), (c) background subtracted Ni-L 2 , 3 edge (AE = 854 eV) and (d) background subtracted 
Ti-L 2-3 edge (AE = 455 eV) energy-selected HREM images of an Al/Ti (111) interface. Energy- window width 10 eV, data acquisition time 4 s 
for (b) and 15 s for (c) and (d). 
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Fig. 10. (a) Zero-loss, (b) background subtracted AI-L23 edge (AE 
= 73 eV), (c) Ti-M 2>3 edge (AE = 40 eV) and (d) background sub- 
tracted Ti-L 2 ,3 edge (AE = 455 eV) energy-selected HREM images of 
an Al/Ti (111) interface. Beam azimuth [10], energy-window width 
10 eV, data acquisition time 5 s for (b) and (c) and 10 s for (d). 
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An FEG can enhance the total current passing into the 
energy-filtering system at higher image magnifications. 
Second, increasing the beam convergence may improve 
the local current density, but the spatial resolution may 
be reduced due to the non-parallel incident beam. Third, 
increasing data acquisition time is feasible for collecting 
lower resolution image, but the specimen drift becomes 
critical at high magnification. Fourth, ionization edges 
with lower energy losses are recommended, but caution 
must be exercised in the subtraction of the background 
image because of the irregular background shape due to 
multiple plasmon peaks. Finally, increasing the width of 
the energy-filter window can increase the signal inten- 
sity, but chromatic aberration limits the image spatial 
resolution, as illustrated below. 

When forming images using electrons that have 
suffered an energy-loss AE, an additional focus shift of 
A/ c = c c AE/E is introduced with respect to the O-loss 
energy-filtered image due to chromatic aberration; here 
c c is the chromatic aberration coefficient of the objective 
lens and E is the primary beam energy. Thus, the total 
defocus value is A/ = Af ohi + A/ c , where Af ohi is 
the defocus of the objective lens. Since c c is typically 
about 2 mm, A/ c = 100 nm for an energy-loss window of 
A = Ae = 15 eV. Therefore, the recorded image is the 
result of the superposed images of electrons with a 
defocus spread of 100 nm, reducing the spatial resolu- 
tion. For general purpose applications, the width of the 
energy-selecting window is 10 eV to 20 eV. 

It would appear that the optimum spatial resolution is 
obtained with the use of a small width energy window, 
provided the signal-to-noise ratio is large enough. 
Finally, it must be pointed out that the composition- 
sensitive image formed by the ionization edges with an 
energy window smaller than 20 eV may select only the 
near-edge structures of the ionization edge. In fact, for 
some elements (particularly light ones) the near edge 
structure is strongly influenced by the solid state effects 
[20]. Thus, the energy-selected ionization edge image, 
in general, should be referred to as a composition-sensi- 
tive image rather than a compositional image. 



6. Conclusion 

Energy-selected electron images can provide both 
structural and chemical information at high-resolution. 
Zero-loss energy selected HREM images exhibit signif- 
icantly increased image contrast in comparison to the 
unfiltered images. High -resolution chemical imaging 
using inner-shell loss electrons in HREM has been 
demonstrated on Ni/Ti and Al/Ti multilayer thin films. 
Specimen chemical information can be provided by the 
Gatan image filtering system with an acquisition time 



shorter than 20 s, which is much shorter than the acqui- 
sition time using energy dispersive x-ray spectroscopy. 
It has been shown that the spatial resolution of the 
energy-selected ionization edge electron image is domi- 
nated by the signal-to-noise ratio; the signal localization, 
as long as it comes from inner-shell excitation, has little 
effect. Thus, an inner-shell ionization edge located in 
the lower energy-loss region, which has strong intensity, 
is recommended for chemical imaging. 

Acknowledgment 

The work of D. van Heerden was sponsored by 
MLLM WPAFB of the U.S. Air Force. 

7. References 

[I] High-Resolution Transmission Electron Microscopy, P. Buseck, 
J. M. Cowley, and L. Eyring eds., Oxford University Press 
(1989). 

[2] Z. L. Wang, Elastic and Inelastic Scattering in Electron Diffrac- 
tion and Imaging, Chaps. 6-15, Plenum Press (1995). 
[3] R. Castaing and L. Henry, C.R. Acad. Sci. Paris, B2SS, 76-86 

(1962). 
[4] S. Senoussi, L. Henry, and R. Castaing, J. de Microsc. 11, 

19-25 (1971). 
[5] L. Reimer, A. Bakenfelder, I. Fromm, R. Rennekamp, and 

M. Ross-Messemer, Electron Microcopy Soc. America 

Bulletin 20 (1990) pp. 73-80. 
[6] L. Reimer, I. Fromm, and I. Naundorf, Ultramicroscopy 32, 

80-91 (1990). 
[7] L. Reimer, I. Fromm, and R. Rennekamp, Ultramicroscopy 24, 

339-348 (1988). 
[8] A. Berger, J. Mayer, and H. Kohl, Ultramicroscopy 55, 101— 

112(1994). 
[9] H. Shuman, C. F. Chang, and A. P. Somlyo, Ultramicroscopy 

19, 121-134 (1986). 
[10] O. L. Krivanek, A. J. Gubbens, and N. Dellby, Microsc. 

Microanal. Microstruct. 2, 315-332 (1991). 

[II] T. Tanji, K. Urata, K. Ishizuka, Q. Ru, and A. Tonomura, 
Ultramicroscopy 49, 259-264 (1993). 

[12] D. E. Newbury, Microscopy: The Key Research Tool, Electron 

Microscopy Soc. of America, Bulletin 22 (1992) pp. 11-20. 
[13] M. El Gomati, I. Barkshire, J. C. Greenwood, P. G. Kenny, 

R. Roberts, and M. Prutton, Microscopy: The Key Research 

Tool, Electron Microscopy Soc. of America, Bulletin 22 (1992) 

pp. 29-38. 
[14] S.J. Pennycook, Microscopy: The Key Research Tool, Electron 

Microscopy Soc. of America, Bulletin 22 (1992) pp. 51-60. 
[15] J. Bentley K. B. Alexander, and Z. L. Wang, Proc. Xllth Intern. 

Cong, for Electron Microscopy (Seattle), Vol. 2, San Francisco 

Press (1990) pp. 400-401. 
[16] C. Colliex, Ultramicroscopy 18, 131-150 (1985). 
[17] R. D. Leapman and J. A. Hunt, Microscopy: The Key Research 

Tool, Electron Microscopy Soc. of America, Bulletin 22 (1992) 

39^19. 
[18] Z. L.Wang and A. J. Shapiro, Ultramicroscopy, in press (1995). 
[19] H. Raether, Excitation of Plasmons and Interband Transitions 

by Electrons, Springer Tracts in Modern Physics, Vol. 88, 

Chap. 1, Springer- Verlag, New York (1980). 
[20] P. Rez, X. Weng, X. and H. Ma, Microscopy Microstructure 

Microanalysis 2, 143-151 (1991). 



12 



Volume 102, Number 1, January-February 1997 

Journal of Research of the National Institute of Standards and Technology 

About the authors: Z. L. Wang has recently taken a 
position as an Associate Professor in the School of 
Materials Science and Engineering at the Georgia Insti- 
tute of Technology. While at NIST he worked as a physi- 
cist in the Metallurgical Processing Group, Metallurgy 
Division. D. van Heerden is a Guest Scientist in the 
Materials Science and Engineering Laboratory at NIST. 
Both D. Josell and A. Shapiro are physicists in the 
Metallurgical Processing group, Metallurgy Division. 
The National Institute of Standards and Technology is 
an agency of the Technology Administration, U.S. 
Department of Commerce. 



13 



